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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 




Mazdoor Kisan Shakti Sangathan 
"The Right to Information, The Right to Live'' 



IS 9134 (1987): Trephine, Corneal, Castrovie jo ' s Pattern 
(Modified) [MHD 5: Ophthalmic Instruments and Appliances] 
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Satyanarayan Gangaram Pitroda 
Invent a New India Using Knowledge 
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''Knowledge is such a treasure which cannot be stolen" 
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IS :9134- 1987 



Indian Standard 

SPECfFICATtON FOR 

TREPHINE, CORNEAU CASTROVIEJO'S 

PATTERN ( MODIFIED ) 

( First Bevisfon ) 



1. Scope — Covers dimensional and other requirements for eleven sizes of Castroviejo's pattern 
( modified ) corneal trephine used in eye surgery. 

2, Shape and Dimensions — As shown in Fig. 1 and 2, 





KNURLING 

GUfDE SCPEW 



-SHARP £OGE 

-MARK FOR ADJUSTING DEPTH 



ENLARGED 
SECTION XX 



r^trr 












A 










.1^---- 


- 


<_ 




OlA P ' 0!A F 



GUIDE NUT 



LOCK f^VT 



— 


- 


5 


30 


3 


^,0 ■ 


\ 












1 








u 









QOOV 



CAP 



4-5 
5-5 
6 
6-5 

7 

B 

9 
10 
11 
12 



Fic. 1 



8 

4-25 
5 26 
5-75 

e-25 

6-75 
7 26 
7-75 
8-75 
976 
10-75 
11 75 



3-5 
4-5 
5 

55 
6-0 
6*6 
7 
8 
9 
10 
11 

All dimensions in millimeire«. 

Details ot Cornealj Trbphine, Castrovibjo*s Pattern ( Modified } 



5 7 


6-0 


6-0 


7 1 


6-7 


7-0 


6-6 


85 


7-0 


75 


7 


9 


7-7 


8-0 


75 


95 


82 


8.5 


8 


10*0 


87 


9-0 


86 


10-5 


9-2 


9-5 


90 


n 


10-2 


10-5 


10 


12 


11-2 


115 


110 


13 


12-2 


125 


120 


14 


13-2 


13 5 


13-0 


15 



Adopted 27 January 1987 



© July 1987, BIS 



Gr 2 



BUREAU OF INDIAN STANDARDS 

MANAK BHAVAN, 9 BAHADUR SHAH ZAFAR MARO 

NEW DELHI 110002 



IS ^9134- 1937 



LOCK NUT 




Fig. 2 Corneal Trephine Assembly 

2.1 The tolerance on dimensions of workrng ends shall conform to fine' class of deviation and 
the tolerance on remaining dimensions shall conform to 'medium' class of deviation of IS : 2102 
(Parti )-1980 'General tolerances for dimensions and form and position: Part 1 General 
tolerances for linear and angular dimensions { second revision )'• 

3. Material 

3-1 Out Cap. Shaft and o^/?er ffe/aferf Co/nA?one/7f;j ^ Brass having minimum 60 percent copper 
or conforming to designation 40Crl 3 of IS : 6603-1972 Specification for stainless steel bars and 
flats'. 

3.2 Working End — Stainless steel conforming to designation 40Cr13 of IS : 6603-1972, 

4. Requirements 

4.1 The trephines shall be free from burrs, pits, cracks, feathers, nicks and waviness when 
examined under 25 X magnification All surfaces shall be free from pores, crevices and grinding 
marks. 

4.1.1 The instrument shall be supplied free from residual scales, acid, grease and grinding and 
polishing mateiials. Compliance with these requirements shall be checked under 2 X magni- 
fication. 
' 4.2 The graduations indicating the movement of the blade shall be permanent. 

4.3 The working end of the trephine shall be sharp. 

4.4 The linear movement of the blade shall be smooth and gradual. 

4.5 Protection cap shall have a spring flt- 

5. Hardness — The working end shall be uniformly hardened and tempered to give a hardness of 
600 to 700 HV- 

6. Passivation and Final Treatment — The instrument shall be treated by a suitable passivation 
process. 

Note — Examples of methods of passivation are by electropoltshmg or by Treating with 10 percent ( i^/i' ) 
nitric acid solution for not less than 30 min et a temperature of not less than lO^C and not exceeding 60'^C, 
The instruments should th«n be rinsed in water and dried m hot air 

7. Surface Finish — The surface finish shall be one of or a combination of the following: 

a) mirror polished; 

b) reflection-reducing, for example, satin finish, matt black finish, and 

c) an applied surface coating, for example, for insulatjon purposes. 

Note 1 — The satin finish should ba e'fecied by an appropriate procedure such as grinding, brushing, 
electropoltshing and, in addition, satin finishing {glass beading or satin brushing) The fmish should bd 
uniform and srtiooth dnd it should reduce glare. 

Note 2 — Instruments of mirror finish should bd adequately ground to remove all surface imperfections and 
polished To remo\/e ^:4nnding marks, resulting in a mirror linish ThB mirror finish should be elft^cted by an 
approprtato procedure, such as polishing, brushing, (jiectropolishmg and mirror buffing 

8. Tests 

8.1 Coffosion /Resistance Test — The working end piece of the trephine shall be tested in 
accordance with IS : 7B31-1975 'Method for boiling and autoclaving test for corrosion resistance 
of stainless steel surgical instruments'. The working end piece shdil show no sjgn of corrosion 
after the lest. 

8.2 Performance Test — The trephine shall make a clean cut on the kid skin, fixed on a kid drum 
5 times consecutively. The trephine shall be in working condition after the test, 

9. Sampling and Criteria for Conformity — A suitable sampling scheme and criteria for 
acceptance is given in Appendix A. 
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IS: 9134 - 19&7 

10. Marking — Each trephine shall be legibly and indelibly marked with the manufacturer's name, 
initials or recognized trade-mark. 

10.1 Certification Marking — Details available with the Bureau of Indian Standards, 

n. Packing — As agreed to between the purchaser and the supplier. 



APPENDIX A 

( Ciause 9 ; 

SAMPLING AND CRITERIA FOR CONFORMITY 

A-1. Lot — In any consignment, all the instruments produced from same material under similar 
conditions shall constitJte a lot 

A-2, The number of instruments to be selected from each lot shall depend upon the size of the 
lot and shall be in accordance wtth col 1 and 2 of Table 1. 

TABLE 1 SCALE OF SAMPLING 
Lot Sizd Sampfe Size 

(1) C2) 

Up to IS 2 

16 to 50 3 

51 to 1B0 5 

1 51 and above 8 

A'2.1 These instrument's shall be selected from the lot at random and in order to ensure the 
randomness of selection, procedure given in IS : 4905-1968 'Methods of random sampling' may 
be followed. 

A-3. Number of Tests and Criteria for Conformity — All the Instruments selected at random 
in accordance with col 1 and 2 of Table 1 shall be tested for shape and dimensions, material, 
requirements, hardness, surface finish, corrosion and performance. The instruments shall be 
considered as defective, if it fails to meet any one of these requirements. A lot shall be considered 
as conforming to these requirements if none of the instruments in the sample is found to be 
defective in any of these tests. 



EXPLANATORY NOTE 

This standard was first published in 1979. The present revision has been taken up to include 
certain modihcations in order to bring the specification ir line with the modern manufacturing 
practices Accordingly tolerance clause covering the reference of concerned Indian Standard, material 
and requirements hava been modified Clauses on surface finish, passivation and final treatment 
and sampling plan have been added. 

Printed 9\ Printograph, New u«IIh, India 



AMENDMENT NO. I AUGUST 1992 

TO 

IS 9134 : 1987 SPECIFICATION FOR TREPHINE, 

CORNEAL, CASTROVIEJO'S PATTERN ( MODIFIED ) 

(First Revision) 

( Page 2, clause 8.1 ) — SubMitulc MS 7S31 : 1990 Surgical instnimenlft — 
Corrosion resisiance of stainless siecl surgical insinimenis — - Methods of lesia* 
for MS 7531 : 1975 Method for boiling itul iutocUving lesl for oonosioii 
resistance otsLainless&ieel surt;K:al insirumenisV 



(MHD 5 ) 
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